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Certificate of Analysis: 
Standard Solution Ampule, ChloroChek® 

Catalog Number: SS-251 
Description: Standard Solution Ampule (100 mmoi/L), 

ChloroChek® 
Lot: 18252041 
Expiration Date: 2023-June-18 

This is to certify that ELITechGroup Biomedical Systems ChloroChek Standard 
Solution noted above was tested by Gonotec for ELITechGroup Biomedical 
Systems. The standard solution is traceable to standards prepared from 
*NIST standard reference material and was determined to meet required 
specifications. Results are in the table below. 

Test Results 

Characteristic Requirement Result 

Ampule color Clear glass Colorless glass 

Appearance of Clear and colorless solution, Passes test 
solution practically free of visible 

particles 

pH 5.0-7.0 7.0 

Extractable volume ;::: 1.0 ml 1.2 ml 

Chloride 99.0- 101.0 mmol/1 100.2 mmol/1 

Authorize~)&-~ 

Justin Allen 
Quality Control Supervisor 

*NIST refers to United States Department of Commerce National Institute of Standards and Technology, 
located in Gaithersburg, Maryland, USA. 
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